=0.9888, P <0.0001) when analyzed by a simple regression model. The average value in venous blood was also higher compared to capillary blood. According to Bland Altman Plot analysis, lab results were measured at a 95% confidence interval. Conclusion : CRP results from capillary blood showed close correlation with venous blood sampling. At present, venous blood sampling is the preferred method. However, due to difficulty in venous blood sampling, capillary sampling could be considered as an alternative technique for use with children. (Korean J Pediatr Infect Dis 2010;17:101-107) 
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플롯과 단순회귀분석 2. Bland-Altman
과 같이 을 살펴본 결과 상 Fig. 1 Bland-Altman plot 
